
1 REVISOR 7601.5000

7601.5000 HOPPER SCALES.

Subpart 1. Capacity. For a hopper scale, the load capacity of the hopper must be at
least 80 percent of the capacity of the weight indicator. Load capacity must be determined
by using the highest density material that will normally be weighed in the hopper.

Subp. 2. Dust-control systems. Weighing accuracy of a hopper scale system must
not be affected by air flow or by a fluctuation or differential in air pressure caused by a
dust-control system. If scale accuracy can be affected by adjusting dampers or flow-control
devices in the dust-control system, the dampers and devicesmust be sealedwith aMinnesota
seal to prevent adjustment.
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